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LDC Report# 8968A6

Laboratory Data Consultants, Inc.
Data Validation Report

Project/Site Name: JPL, OOHWO19

Collection Date: July 24, 2002

LDC Report Date: August 29, 2002

Matrix: Water

Parameters: Wet Chemistry

Validation Level: EPA Level IV

Laboratory: Applied P & Ch Laboratory

Sample Delivery Group (SDG): 02-4025

Sample Identification

MW-5
MW-6
MW-10
MW-5MS
MW-5MSD
MW-10MS
MW-10MSD
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Introduction
This data review covers 7 water samples listed on the cover sheet including dilutions
and reanalysis as applicable. The analyses were per EPA SW 846 Method 7196A for
Hexavalent Chromium and EPA Method 314.0 for Perchlorate.
The review follows a modified outline of the USEPA Contract Laboratory Program
National Functional Guidelines for Inorganic Data Review (February 1994) as there are
no current guidelines for the methods stated above.
A table summarizing all data qualification is provided at the end of this report. Flags
are classified as P (protocol) or A (advisory) to indicate whether the flag is due to a
laboratory deviation from a specified protocol or is of technical advisory nature.
Blank results are summarized in Section Ill.
Field duplicates are summarized in Section IX.

The following are definitions of the data qualifiers:

U Indicates the compound or analyte was analyzed for but not detected at or above
the stated limit.

J Indicates an estimated value.
R Quality control indicates the data is not usable.
N Presumptive evidence of presence of the constituent.

UJ  Indicates the compound or analyte was analyzed for but not detected. The sample
detection limit is an estimated value.

A Indicates the finding is based upon technical validation criteria.
P Indicates the finding is related to a protocol/contractual deviation.

None Indicates the data was not significantly impacted by the finding, therefore
qualification was not required.
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I. Technical Holding Times
All technical holding time requirements were met.

The chain-of-custodies were reviewed for documentation of cooler temperatures. All
cooler temperatures met validation criteria.

l1. Calibration
a. Initial Calibration

All criteria for the initial calibration were met with the following exceptions:

Sample Analyte Finding Crileria Flag AorpP
All samples in Perchiorate Initial calibration was not performed | Initial calibration must be None P
SDG 02-4025 at the required frequency. performed every 6 months.

b. Calibration Verification

Calibration verification frequency and analysis criteria were met for each method when
applicable.

I1l. Blanks

Method blanks were reviewed for each matrix as applicable. No contaminant
concentrations were found in the method blanks.

No field blanks were identified in this SDG.

IV. Matrix Spike/Matrix Spike Duplicates

Matrix spike (MS) and matrix spike duplicate (MSD) analyses were reviewed for each
matrix as applicable. Percent recoveries (%R) and relative percent differences (RPD) were
within QC limits.

V. Duplicates

Duplicate (DUP) sample analyses were reviewed for each matrix as applicable.

V1. Laboratory Control Samples

Laboratory control samples were reviewed for each matrix as applicable. Percent
recoveries (%R) and relative percent differences (RPD) were within QC limits.
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VIl. Sample Result Verification

All sample result verifications were within validation criteria.
VIII. Overall Assessment of Data

Data flags are summarized at the end of this report.

IX. Field Duplicates

No field duplicates were identified in this SDG.
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JPL, OOHWO019

Wet Chemistry - Data Qualification Summary - SDG 02-4025

Analyte

Flag

AorP

Reason

SDG Sample
02-4025 MW-5
MW-6
MW-10

Perchlorate

None

Initial calibration

JPL, 00HWO019

Wet Chemistry - Laboratory Blank Data Qualification Summary - SDG 02-4025

JPL, 00HWO019

No Sample Data Qualified in this SDG

Wet Chemistry - Field Blank Data Qualification Summary - SDG 02-4025

No Sample Data Qualified in this SDG
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LDC Report# 8968B6

Laboratory Data Consultants, Inc.
Data Validation Report

Project/Site Name: JPL, OOHWO019

Collection Date: July 25, 2002

LDC Report Date: August 29, 2002

Matrix: Water

Parameters: Wet Chemistry

Validation Level: EPA Level IV

Laboratory: Applied P & Ch Laboratory

Sample Delivery Group (SDG): 02-4033

Sample ldentification
MW-7
MW-8
MW-7MS
MW-7MSD
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Introduction
This data review covers 3 water samples listed on the cover sheet including dilutions
and reanalysis as applicable. The analyses were per EPA SW 846 Method 7196A for
Hexavalent Chromium and EPA Method 314.0 for Perchlorate.
The review follows a modified outline of the USEPA Contract Laboratory Program
National Functional Guidelines for Inorganic Data Review (February 1994) as there are
no current guidelines for the methods stated above.
A table summarizing all data qualification is provided at the end of this report. Flags
are classified as P (protocol) or A (advisory) to indicate whether the flag is due to a
laboratory deviation from a specified protocol or is of technical advisory nature.
Blank results are summarized in Section lIl.
Field duplicates are summarized in Section IX.

The following are definitions of the data qualifiers:

U Indicates the compound or analyte was analyzed for but not detected at or above
the stated limit.

J Indicates an estimated value.
R Quality control indicates the data is not usable.
N Presumptive evidence of presence of the constituent.

UJ  Indicates the compound or analyte was analyzed for but not detected. The sample
detection limit is an estimated value.

A Indicates the finding is based upon technical validation criteria.
P Indicates the finding is related to a protocol/contractual deviation.

None Indicates the data was not significantly impacted by the finding, therefore
qualification was not required.
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I. Technical Holding Times
All technical holding time requirements were met.

The chain-of-custodies were reviewed for documentation of cooler temperatures. All
cooler temperatures met validation criteria.

Il. Calibration
a. Initial Calibration

All criteria for the initial calibration were met with the following exceptions:

Sample Analyte Finding Criterla Flag AorP
MW-7 Perchlorate Initial calibration was not performed | Initial calibration must be None P
MW-8 at the required frequency. performed every 6 months.

b. Calibration Verification

Calibration verification frequency and analysis criteria were met for each method when
applicable.

l1l. Blanks

Method blanks were reviewed for each matrix as applicable. No contaminant
concentrations were found in the method blanks.

No field blanks were identified in this SDG.

IV. Matrix Spike/Matrix Spike Duplicates

Matrix spike (MS) and matrix spike duplicate (MSD) analyses were reviewed for each
matrix as applicable. Percent recoveries (%R) and relative percent differences (RPD) were
within QC limits.

V. Duplicates

Duplicate (DUP) sample analyses were reviewed for each matrix as applicable.

VI. Laboratory Control Samples

Laboratory control samples were reviewed for each matrix as applicable. Percent
recoveries (%R) and relative percent differences (RPD) were within QC limits.
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Vil. Sample Result Verification

All sample result verifications were within validation criteria.
VIlI. Overall Assessment of Data

Data flags are summarized at the end of this report.

IX. Field Duplicates

No field duplicates were identified in this SDG.
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JPL, 00HWO019

Wet Chemistry - Data Qualification Summary - SDG 02-4033

sbhG Sample

Analyte

Flag

AorP

Reason

02-4033 MW-7
MW-8

Perchlorate

None

initial calibration

JPL, 00HWO019

Wet Chemistry - Laboratory Blank Data Qualification Summary - SDG 02-4033

JPL, OOHWO19

No Sample Data Qualified in this SDG

Wet Chemistry - Field Blank Data Qualification Summary - SDG 02-4033

No Sample Data Qualified in this SDG
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SOTA Environmental September 3, 2002
16835 W. Bernardo, Drive, Suite 212

San Diego, CA 92127-1813

ATTN: Ms. Yu Zeng

SUBJECT: JPL, OOHWO019, Data Validation

Dear Ms. Zeng,

Enclosed are the final validation reports for the fractions listed below. This SDG was
received on August 26, 2002. Attachment 1 is a summary of the samples that were
reviewed for each analysis.

LDC Project # 8987:
SDG # Fraction
02-3990 Volatiles, Wet Chemistry

The data validation was performed under EPA Level IV guidelines. The analyses were
validated using the following documents, as applicable to each method:

. USEPA, Contract Laboratory Program National Functional Guidelines for
Organic Data Review, October 1999

L USEPA, Contract Laboratory Program National Functional Guidelines for
Inorganic Data Review, February 1994

° EPA SW 846, Third Edition, Test Methods for Evaluating Solid Waste,
update 1, July 1992; update IIA, August 1993; update Il, September 1994;
update |IB, January 1995; update Ill, December 1996

Please feel free to contact us if you have any questions.

Si

Richard M. Amano
President/Principal Chemist

8987COV.SQT



10s'1s.i868

(ucwepifea |jf |9A37] 818 S|ja0 JBY10 |[€) UOHEPIeA Al [9AST BJeOIPU S|j8D Papeys

1e10

¢0-9¢-8

066¢£-20

s|{m|s|m|s|m|s|m|s s|m|s|m|s|m|s ml{s|{m|s|im|s|m lloS/elEM XU
(ovie) | (9s12) | (¥28)| 3na 0,034 #90s oa
070 | IAHO | VOA | 3lva | 3lva

» / 0Ba1Q UBS-|EIUSWUOIIAUT B1OS) /868# DT

I Jusuyoeny




JPL, 00HWO019
Data Validation Reports
LDC# 8987

Volatiles




LDC Report# 8987A1

Laboratory Data Consultants, Inc.
Data Validation Report

Project/Site Name: JPL, OOHWO019

Collection Date: July 23, 2002

LDC Report Date: August 30, 2002

Matrix: Water

Parameters: Volatiles

Validation Level: EPA Level IV

Laboratory: Applied P & Ch Laboratory

Sample Delivery Group (SDG): 02-3990

Sample Identification

MW-13
MW-16
MW-13D
B-14
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Introduction

This data review covers 4 water saimples lisled on the cover sheet including dilutions
and reanalysis as applicable. The analyses were per EPA Method 524.2 for Volatiles.

This review follows a modified outline of the USEPA Contract Laboratory Program
National Functional Guidelines for Organic Data Review (October 1999) as there are
no current guidelines for the method stated above.

A table summarizing all data qualification is provided at the end of this report. Flags
are classified as P (protocol) or A (advisory) to indicate whether the flag is due to a
laboratory deviation from a specified protocol or is of technical advisory nature.

Blank results are summarized in Section V.

Field duplicates are summarized in Section XVI.

The following are definitions of the data qualifiers:

U Indicates the compound or analyte was analyzed for but not detected at or above
the stated limit.

J Indicates an estimated value.
R Quality control indicates the data is not usable.
N Presumptive evidence of presence of the constituent.

UJd Indicates the compound or analyte was analyzed for but not detected. The sample
detection limit is an estimated value.

A Indicates the finding is based upon technical validation criteria.
P Indicates the finding is related to a protocol/contractual deviation.

None Indicates the data was not significantly impacted by the finding, therefore
qualification was not required.
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I. Technical Holding Times
All technical holding time requirements were met.

The chain-of-custodies were reviewed for documentation of cooler temperatures. All
cooler temperatures met validation criteria.

Il. GC/MS Instrument Performance Check

Instrument performance was checked at 12 hour intervals.

All ion abundance requirements were met.

lll. Initial Calibration

Initial calibration was performed using required standard concentrations.

Percent relative standard devialions (%RSD) were less than or equal to 20.0% for
selected compounds.

A curve fit, based on the initial calibration, was established for quantitation for selected
compounds. The coefficient of determination () was greater than or equal to 0.990 .

IV. Continuing Calibration
Continuing calibration was performed at the required frequencies.

All of the continuing calibration percent differences (%D) between the initial calibration
RRF and the continuing calibration RRF were less than or equal to 30.0% .

V. Blanks

Method blanks were reviewed for each matrix as applicable. No volatile contaminants
were found in the method blanks with the following exceptions:

Analysis Compound
Method Blank ID Date TIC (RT in minutes) Concentration Associated Samples
02G3255MB 7/24/02 Methylene chloride 0.5 ug/L All samples in SDG 02-3980

Sample concentrations were compared to concentrations detected in the method blanks.
The sample concentrations were either not detected or were significantly greater (>10X
for common contaminants, >5X for other contaminants) than the concentrations found
in the associated method blanks with the following exceptions:
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Compound Reported Modified Final

Sample TIC (RT in minutes) Concentration Concentration
MW-13 Methylene chloride 1.9 ug/l 4.9U ug/l.
MW-16 Methylene chloride 3.6 ug/L 3.6U ug/L
MW-13D Methylene chloride 3.6 ug/L 3.6U ug/L
TB-14 Methylene chloride 4.7 ug/L 4.7U ug/L

Sample TB-14 was identified as a trip blank. No volatile contaminants were found in this
blank with the following exceptions:

Sampling
Trip Blank ID Date Compound Concentration Associated Samples
TB-14 7/23/02 Methylene chloride 4.7 ug/L MW-13
MW-16
MW-13D

Sample concentrations were compared to concentrations detected in the field blanks.
The sample concentrations were either not detected or were significantly greater (>10X
for common contaminants, >5X for other contaminants) than the concentrations found
in the associated field blanks with the following exceptions:

Reported Modified Final

Sample Compound Concentration Concentration
MW-13 Methylene chloride 4.9 ug/L 4.9U ug/L
MW-16 Methylene chloride 3.6 ug/L 3.6U ug/L
MW-13D Methylene chloride 3.6 ug/L 3.6U ug/L

VI. Surrogate Spikes

Surrogates were added to all samples and blanks as required by the method. All
surrogate recoveries (%R) were within QC limits.

VII. Matrix Spike/Matrix Spike Duplicates

Matrix spike (MS) and matrix spike duplicate (MSD) analyses were not required by the
method.
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VIIl. Laboratory Control Samples (LCS)

Laboratory control samples were reviewed for each matrix as applicable. Percent
recoveries (%R) were within QC limits.

IX. Regional Quality Assurance and Quality Control

Not applicable.

X. Internal Standards

All internal standard areas and retention times were within QC limits.
Xl. Target Compound Identifications

All target compound identifications were within validation criteria.
Xil. Compound Quantitation and CRQLs

All compound quantitation and CRQLs were within validation criteria.
XlIl. Tentatively Identified Compounds (TICs)

Tentatively identified compounds were not reported by the laboratory.
XIV. System Performance

The system performance was acceptable.

XV. Overall Assessment of Data

Data flags have been summarized at the end of the report.

XVI. Field Duplicates

Samples MW-13 and MW-13D were identified as field duplicates. No volatiles were
detected in any of the samples with the following exceptions:

Concentration (ug/L)
Compound MW-13 MW-13D RPD
Carbon tetrachloride 1.2 1.3 8
Chloroform 0.7 0.8 13
Methylene chloride 4.9 3.6 31

C:\WPDOCS\SOTA\JPL\8987A1.504 5



Compound

Concentration (ug/L)

MW-13

MW-13D

RPD

Trichloroethene

2.1

2.1

C:\WPDOCS\SOTA\UPL\B987A1.804




JPL, OOHWO019
Volatiles - Data Qualification Summary - SDG 02-3990

No Sample Data Qualified in this SDG

JPL, 0OHWO019
Volatiles - Laboratory Blank Data Qualification Summary - SDG 02-3990

Compound Modified Final
SDG Sample TIC (RT in minutes) Concentration AorP
02-3990 MW-13 Methylene chloride 4.9U ug/L A
02-3980 MW-16 Methylene chloride 3.6U ug/L A
02-3990 MW-13D Methylene chloride 3.6U ug/L A
02-3990 TB-14 Methylene chloride 4.7U ug/L A

JPL, 0OHWO019
Volatiles - Field Blank Data Qualification Summary - SDG 02-3990

Modified Final
SDG Sample Compound Concentration AorP
02-3990 MW-13 Methylene chloride 4.9U ug/L A
02-3990 MW-16 Methylene chioride 3.0U ug/L A
02-3990 MW-13D Methyiene chloride 3.6U ug/L A
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JPL, OOHWO019
Data Validation Reports
LDC# 8987

Wet Chemistry




LDC Report# 8987A6

Laboratory Data Consultants, Inc.
Data Validation Report

Project/Site Name: JPL, O0OHWO019

Collection Date: July 28, 2002

LDC Report Date: August 30, 2002

Matrix: Water

Parameters: Wet Chemistry

Validation Level: EPA Level IV

Laboratory: Applied P & Ch Laboratory

Sample Delivery Group (SDG): 02-3990

Sample Identification

MW-13
MW-16
MW-13D
MW-13MS
MW-13MSD

C:\WPDOCS\SOTA\JPL\8987A6.504 1



Introduction
This data review covers 5 water samples listed on the cover sheet including dilutions
and reanalysis as applicable. The analyses were per EPA SW 846 Method 7196A for
Hexavalent Chromium and EPA Method 314.0 for Perchlorate.
The review follows a modified outline of the USEPA Contract Laboratory Program
National Functional Guidelines for Inorganic Data Review (February 1994) as there are
no current guidelines for the methods stated above.
A table summarizing all data qualification is provided at the end of this report. Flags
are classified as P (protocol) or A (advisory) to indicate whether the flag is due to a
laboratory deviation from a specified protocol or is of technical advisory nature.
Blank results are summarized in Section lll.
Field duplicates are summarized in Section IX.

The following are definitions of the data qualifiers:

U Indicates the compound or analyte was analyzed for but not detected at or above
the stated limit.

J Indicates an estimated value.
R Quality control indicates the data is not usable.
N Presumptive evidence of presence of the constituent.

UJ  Indicates the compound or analyte was analyzed for but not detected. The sample
detection limit is an estimated value.

A Indicates the finding is based upon technical validation criteria.
P Indicates the finding is related to a protocol/contractual deviation.

None Indicates the data was not significantly impacted by the finding, therefore
gualification was not required.
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I. Technical Holding Times
All technical holding time requirements were met.

The chain-of-custodies were reviewed for documentation of cooler temperatures. All
cooler temperatures met validation criteria.

II. Calibration
a. Initial Calibration

All criteria for the initial calibration were met with the following exceptions:

Sample Analyte Finding Criteria Flag AorpP
All samples in Perchlorate Initial calibration was not performed | Initial calibration must be None P
SDG 02-3920 at the required frequency. performed every 6 months.

b. Calibration Verification

Calibration verification frequency and analysis criteria were met for each method when
applicable.

I1l. Blanks

Method blanks were reviewed for each matrix as applicable. No contaminant
concentrations were found in the method blanks.

No field blanks were identified in this SDG.

IV. Matrix Spike/Matrix Spike Duplicates

Matrix spike (MS) and matrix spike duplicate (MSD) analyses were reviewed for each
matrix as applicable. Percent recoveries (%R) and relative percent differences (RPD) were
within QC limits.

V. Duplicates

Duplicate (DUP) sample analyses were reviewed for each matrix as applicable.

VI. Laboratory Control Samples

Laboratory control samples were reviewed for each matrix as applicable. Percent
recoveries (%R) and relative percent differences (RPD) were within QC limits.
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VIl. Sample Result Verification

All sample result verifications were within validation criteria.
VIII. Overall Assessment of Data

Data flags are summarized at the end of this report.

IX. Field Duplicates

Samples MW-13 and MW-13D were identified as field duplicates. No contaminant
concentrations were detected in any of the samples with the following exceptions:

Concentration
Analyte MW-13 MW-13D RPD
Hexavalent chromium 0.010 mg/L 0.010 mg/L 0
Perchlorate 206 ug/L 205 ug/L 0

CAWPDOCS\SOTA\JPL\8987A6.504 4



JPL, 00HWO019

Wet Chemistry - Data Qualification Summary - SDG 02-3990

Analyte

Flag

AorP

Reason

SDG Sample
02-3990 MW-13
MwW-16
MW-13D

Perchlorate

None

Initial calibration

JPL, 0OHWO019

Wet Chemistry - Laboratory Blank Data Qualification Summary - SDG 02-3990

JPL, 00HWO019

No Sample Data Qualified in this SDG

Wet Chemistry - Field Blank Data Qualification Summary - SDG 02-3990

C:\WPDOCS\SOTA\JPL\8987A6.504
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SOTA Environmental September 25, 2002
16835 W. Bernardo, Drive. Suite 212

San Diego, CA 921271813

ATTN: Ms, Yu Zang

SUBGECT:  JPL, OCHWO1R, Data Validation
Dear Ms. Zang,
Enclosed are the final validation repcrs for the fraction listed below. These SDGs were

received on September 20, 2002, Attachment 1 is 8 summary of the samples that were
reviewed for each analysis.

LDC Project # 9106;

SDG # Fraction
02-4084, 02-3887, Chromium
DZ-3799

The data validation was performed under EPA Leavel IV guidelines. The analyses were
validated using the following documsnis, as applicabls to sach msethod:

. LSEPA, Contract Laboratory Program National Functional Guidelines for
Incrganic Data Review, February 1954

. EPA SW 846, Third Editicn, Test Methods for Evaluating Solid Waste,
update 1, July 1992, update 1A, August 1893, updais ||, September 1994,
update 1B, January 1995; update I, December 1956

Please {eel free to contact us if you have any questions.

Operations Manager/Senior Chernist

F10E0CY. 50T
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JPL, GOHWO19
Data Validation Reports
LDC# 9106

Chromium




LDC Report# 310844

Laboratory Data Consultants, Inc.
Data Validation Report

Project/Site Name: <PL, 0OHW0D19

Collection Date: <Zuly 18 through guly 24, 2002
LOC Repert Date: Sepiember 26, 2002

Matrix: Water

Parameters: Chromium

Validation Level. EPA Level [V

Laboratory: BaK Analytical Laboratories

Sample Delivery Group (SDG): 02-4084

Sample Identification

ER-4 MWV-24-1
ER-23 MWW-24-2
ER-24 MV-24-3
MW-5 MWW-24-4
MW-6 ER-23MS
MW7 ER-23M3D
MW-8 MW-7MS
MWW-10 MW-7MSD
MW-13

MW-16

MW-4 .1

MW-4-2

MW-4.3

hMvv-4-4

MW-4-5

MYW-130

WWW-23-1

MY-23-2

MVW-223-3

WW-23-4
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Introduction

This data review covers 28 water samples listed on the cover sheet including diluzions
and reanalysis as applicable. The analyses were per EPA Method 2008 for
Chrornium.

The review follows a modified outline of the USERA Contract Laboratory Frogram
Nationat Furctional Guidelings for Inorganic Data Review (February 1924) as thate are
no currert guidelines for the methods stated sbove.

A table summarizing all data qualification flags is provided at the end of this report.
Flags are classified as P (protocol) or A {advisory) to indicats whether the flag is due
1o a laboratory deviation from specified protocols ar is of techrical advisory nature.
Blanks are summarized in Section |l

Field duplicates are summarized in Section XIIE,

The following are definitions of the data qualiiers:

L Indicates the compound or analyte was analyzed for hut not detected &t or above
the stated limit.

J Indicatas an estimated value.
R Quality cortrol indicates the data is not usable.
N Presumptive evidenze of presence of the constituent.

UJ  Indicates the compound or analyte was analyzed for but not detected. The sample
deteciion limit is an estimated value,

L) indicates the finding is based upon technical validation criteria,
P mdicates the finding is refated to a protocol/contractual deviation,

None Indicates the data was not significantty impacted by the finding, thergfore
quealification was not required.
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I. Technical Holding Times
All technical holding time requirements were met,

The chain-of-custodies were reviewed for documsantation of cacler temperatures. All
cocler temperatures met validation criteria.

il. Calibration
An initial calibration was performed.

The frequency and analysis criteria of the initial calibration verffication [ICV) and
continuing calibration vernification (CCV) were met.

Ill. Blanks

Method blanks were reviewad for each matyix as applicable.

Data qualification by the initial, continuing and preparation blanks {|ICB/CCB/FBs) was
based on the rnaximum cantaminant concentration in the ICB/CCB/PEs in the analys:s

of each analyte. No centaminant concentrations were found in the inttal, continuing and
preparation blanks.

Samples ER-4, ER-23 and ER-24 wers identified as equipment rinsates. N chromium
cantaminaniz were found in these blanks.

IV. ICP interference Check Sample {ICS) Analysis

|ICP interference check sample analysis was not required by the methad.

V. Matrix Spike Analysis

Matrix spike {MS} and matrix spike duplficate (MS[) samples were reviewed for each
matrix as applicable. Percent recovories (%R) and relative percent differences (RPD) were
within QC limits.

VI. Buplicate Sample Analysis

Duplicate (DUP) sample analyses were reviewed for each matrix as applicable,

V. Laboratory Control Samples {LCS)

Laboratory control samples were reviewed for each matrix as applicable. Percent
recoveries (%R) and relative percent differences (RPD) were within QT limits.

Viii. Iinternal Standard (ICP-MS)

All internal standard percent recovaries (%R were within QC limits.
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1X. Furnace Atomic Absorption GC

Graphita furnace atomic absorption was not utilized in this SDG.
X. |ICP Serial Dilution

|CP gerial ditution was not required by the method,

¥i. Sample Result Verification

All sarnple result verifications met validation critaria,

XIl. Overall Assessment of Data

Data flags have been sumimarized at the end of this report.

XiHl. Field Duplicates

Samples MW-13 and MW-13D0 werz idertified as fiekd duplicates. No  chrormium
contaminants were detected in any of the camplas with the foliowing exceptions:

— L

Anadyta hMWY-13 V-3 L0 RPD

Chrorium z8 5] Q

ConrFGE 0T AWPLS 9884,504 4



JPL, 0OHWO19
Chromium - Data Qualification Summary - SDG 02-4084

No Sample Data Qualified in this 8DG

JPL, 00HWO19
Chromium - Laboratory Blank Data Qualification Summary - SDG 02-4084

No Sample Data Qualified in this SDG

JPL, 00HWO19
Chromium - Field Blank Data Qualification Summary - S0DG 02-4084

No Sample Data Qualified in this SDG
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L.GC Report# 910664

Laboratory Data Consultants, Inc.
Data Validation Report

FProject/Site Name: JPL, OOHWG19

Collection Rate: July 12 through July 17, 2002
LDC Repaort Date: September 25, 2002

Matrix: Water

Parameters: Chramium

Validation Level: EPA Level IV

Laboratory:. BSK Analytical Laboratories

Sample Delivery Group {SDQG): 02-3887

Sample |dentification

ER-3 hMY-11-3MS
F 11 M-11-3MSD
ER-14

ER-22

MWV-3-2

P33

MW-3-4

AVY-3-2D

AWY-11-1

PW-11-2

AAVY-11-3

BAVY-14-1

PV-14-2

MW-14-3

MW-14-4

MW-14-40

MWY-22-1

PMW-22-2

MW-11-1MS

MW-11-1M30
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Introduction

This data review covers 22 water samples listed on the cover sheet including dilutions
and reanalysis as applicatbde, The analyses were per EPA Method 2008 for
Chromiwm.

The review follows a modified outline of the USEPA Contract |.aboratory Program
National Functiona: Guidelines for Inorganic Data Review (February 1984) as there are
no current guidslines for the methods stated above.

A iabte surmmarizing all data qualificaticn flags is provided at the end of this report
Fiags are classified as P (protocol) or A (adviscry) to indicate whether the flag is dus
o a laboratory deviation from specified protocols or is of technical advisory nature.
Blanks are summarized in Section k.

Field duplicates are summarized in Section X1

The foliowing are definiticns of the data qualifiers:

U indicates the compound or analyte was analyzed for but not detecred at or above
the stated limit.

J indicates an estimated valus.
R Quality control indicates the data is not usable.
N Presumptive evidence of presence of the constituent.

LJ Indicates the compound or analyte was analyzed for but not datected. The sample
detection limit is an estimated value,

A Indicates the finding is krased upon technical validation criteria.
= Indicates the finding is related to a protocol/contractual deviation,

None Indicates the data was not significantly impacted by the find:ng, therefore
gualification was not required.

G WETCOSS0TAWELS1 D8l 509 2



I. Technical Holding Times
All technical helding time requirements were mat.

The chain-of-custodies wers reviewed for documentation of cooler temperatuces. All
caoler temperaturas met validation criteria,

It. Califration
An initial calibration was performed.

The frequency and analysis oriteria of the inital calibration verification (ICV) and
continuing calibration verification (GCV) wers met.

Hl. Blanks

Method blanks were reviewed for each maltrix as appticable.

Data qualification by the initial, continuing ard preparation blanks (ICB/CCB/PEs) was
based on the maximum contaminant concentration in the |CB/CCE/PBs in the analysis
of each analyte. No contaminant concentrations were found in the initial, continuing and

preparation bianks.

Samples ER-3, ER-11, ER-14 and ER-22 were identified as squipment rinsates. No
chromium contaminants were found in these bianks.

IV. ICP Interference Check Sample {ICS) Analysis

ICP interference check sample analysis was net required by the method.

V. Matrix Spitke Analysis

Matrix spike {(MS) and matrix spike duplicate (MSD} samples were reviewed for each
matrix as appticable. Percent recoveries (%R} and relative percent differences {RPLY were
within QC fimits.

VI. Duplicate Sample Analysis

Duplicate (DUP) sample analyses were reviewsd for sach matrix as apphcable.

Vii. Laboratory Control Samples {LCS)

l.aboratory control samples were reviewed for sach matrix as applicable. Percent
recovertes {%R) and relative percent ditferences (RPD) were within QC [imits.

VIIl. internal Standard {ICP-M5)

All internal standard percent recovaries (SR} were withun QO iimiis.

CUWPRCOERS0TALIR D CEES S04 =



I¥. Furnace Atomic Absorption GC

Graphite furnace atomic absorption was rot ulilized in this SDG.
¥. ICP Serial Dliution

ICP =erial dilution was not reguired by the method.

XI. Sample Result Verification

All sample result verifications met validation criteria.

XIl. Overali Assessment of Data

Data flags have been summarized at the end of this report.

XN, Fieid Duplicates

Samples MW-3-4 and MW-3-4D and samples MWW-t4-4 and MW-14-4D were identified 23
field duplicates. No chromium contaminants were detected in any of the samplss with
the following exceptions:

Concentratlen {ugil]

Analyts MUY-3-4 RMW-3-413 RFD

Ghramium +Q 4. G

Canceniratlon (ugil)

Analybe MYW-F3-4 -1 4-40 HPD

—

Zhrocnlurm a.c 70 13
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JPL, OOHWO19
Chraomium - Data Qualification Summary - SDG 02-3887

No Sample Data Qualified in this SDG

JPL, 0OHWO019
Chromium - Laboratory Blank Pata Qualification Summary - SDG 02-3887

No Sample Data Quatified in this SDG

JPL, QOHMWO19
Chromium - Field Blank Data Qualification Summary - SDG 02-3887

No Sample Data Qualified in this SDG
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LC Repori# 9108C4

Laboratory Data Consultants, Inc.
Data Validation Report

Project/Site Name: JPL, OOHWO19

Collection Date: July 3 through July 11, 2002
LCC Report Date: September 25, 2002

Matrix: Water

Parametars: Chromium

Validation Level: EFPA Laveal [V

Laboratory: BSK Anzlytical Laboratories

Sample Delivery Group (SPG): 02-3709

Sample kdentiflcation

ER-12 MYW-17-4MS
ER-1¥ BWW-17-4MSD
ER-18

kR-20

WIW-12-1

MW-12-2

MW-12-3

MW-12-3D

MW-17-2

WW-17-3

WVIW- 17-4

MW-18-2

MW.18-3

MW-18-4

WIW-20-1

MW-20-2

MW-20-3

W 20-4

MW-20-5

MW.20-40
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Introchuction

This data review covers 22 water samples listed on the cover sheet including dilutions
and reanalysis as applicable. The analyses were per EPA Method 2008 for
Chromium.

The review follows a modified outline of the USEPA Contract Laboratory Program
Nattonal Functiona! Guidelines for tnorganic Data Review (February 1894} as there are
no current guidelines for the methods stated above.

A table summarizing all data qualification flags is provided a* the end of this report,
Flags are classified as F {protocol) or A (advisory) to indicate whether the flag is due
to a laboratory deviation from specified grotocols or is of technical adviscry nature.
Blanks are summarizad ir Section Ik

Field duplicates are summarized in 3ection Xlil.

The following are definitions of the data qualifiers:

L indicatas the compound or analyte was analyzed for but not detected at or above
the stated limit.

J Indicates an estimatad vaiue.
R Quiality contral indicates the data is not usahie,
N Presumptive evidence of presence of the constituent.

uJ Indicates the compound or analyte was analyzed for but not detecied. The sample
detection limit is an estimated value.

A indicates the finding is based upon technical validation criteria.
P Indicates the finding 3 related to a protocol/contractual deviation.

None Indicates the data was not significantly impacted by the finding, therefore
qualifization was not required.
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I. Technical Helding Times
All technical holding time reguirements werg met.

The chain-of-custadies were reviewed for documentation of cooler temperatures. All
sooler temperatures met validation criteria.

Il. Calibration
An initiai calibration was performedq.,

The frequaency and analysis criteria of the initial calibration verification (CVy and
continuing calicration verification {SCV) were met.

lli. Blanks

Method blanke were reviewed for each matrix as applicable.

Data qualification by the initial, continuing and preparation bianks {ICB/CCB/PBs) was
hased on the maximum confaminant cancentration in the |(CB/CCE/FBs in the analysis

of each analyte. No contaminant concentrations were found in the :nitial, continuing and
preparation blanks.

Samples ER-4, ER-23 and ER-24 wera identified as equipment rinsates. No chromium
contaminants were found in these blanks.

IV. ICP Interference Check Sample {ICS) Analysis

ICP interfarence chaeck sample analysis was net required by the method.

V. Matrix Spike Analysis

Matrix spike (M3) and matrix spike duplicate (MSD) samples were reviewed for sach
matrix as applicable. Percent recoveries (%R) and relative percent differences (RPD} were
within QC limiis.

Vi. Duplicate Sample Analysis

Dupticate {DUP) sample analyses were reviewed for each matnx 25 applicable.

¥il. Lakoratory Cantrol Sampies {| CS)

Laboratory control samples were reviewed for each matrix as applicable. Percent
recoverias (%H) and relative percent differences (RPD} were within QT limits.

Vill. Internal Standard {{CP-MS)

All internal standard percent recovetries {%R) were within QC limits.
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IX. Furnace Atomic Absorption QC

Graphite furnace atomic absorption was nat utiized in this SDG.
X. ICP Serial Dilution

ICP serial dilution was not required by the method.

Xi. Sample Resuit Verification

All sampte result verifications met validation criterta.

Xil, Overall Assessment of Data

Data flags have besn summarized at the end of this report.

XiH. Field Dupticates

Samples MW-12-3 and MW-12-30 and samples MW-20-4 and MW-20-40 were identified
a5 field duplicates. No chromium contarninams were detected in any of the samples with

the following exceptions:

-—. Gu_n:g_r!tra.trnn fugl
Analyta R4 2-3 IW=132-3Dr RFPD
’. G hromium 2.0 EXy -5
G:u_lfnntmﬁ:n {rgii} #-
Analyle RV -200=3 MW-2 -4 0 RPL
Shrormm 5.0 a.c L
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JPL, OOHWO9
Chromium - Data Gualification Summary - SDG 02-3799

No Sample Data Qualified in this 8DG

JPL, 0OHWO19
Chromium - Laboratory Blank Data Qualification Summary - SDG 02-3799

No Sample Data Qualified in this SDG

JPL, 0OHWO19
Chramium - Field Blank Data Qualification Summary - SDG 02-3799

No Sample Data Qualified in this SDG
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